[Comparative evaluation of the immunoenzyme test systems for HIV-1 and HIV-2 infections].
Comparative investigations of enzyme immunoassay systems for the diagnosis of HIV-infection were conducted in panels with HIV-1 and HIV-2-positive and negative samples. It has been shown that immunodiagnostic reagents produced by the firms "Abbott" (USA) and "Behring" (FRG) possess the highest sensitivity and specificity. It has been established that the test-systems for HIV-1 cannot identify HIV-2-positive samples due to the absence of cross-reactivity. To decrease the risk of HIV transmission through the blood it is recommended that immunodiagnostic tests for both virus types should be conducted in blood donors' screening.